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Background: Transcranial magnetic stimulation (TMS) is a non-invasive brain stimulation method: a
magnetic field pulse from a TMS coil can excite neurons in a desired location of the cortex. Conventional
TMS coils cause focal stimulation underneath the coil centre; to change the location of the stimulated
spot, the coil must be moved over the new target. This physical movement is inherently slow, which
limits, for example, feedback-controlled stimulation.
Objective: To overcome the limitations of physical TMS-coil movement by introducing electronic
targeting.
Methods: We propose electronic stimulation targeting using a set of large overlapping coils and intro-
duce a matrix-factorisation-based method to design such sets of coils. We built one such device and
demonstrated the electronic stimulation targeting in vivo.
Results: The demonstrated two-coil transducer allows translating the stimulated spot along a 30-mm-
long line segment in the cortex; with five coils, a target can be selected from within a region of the
cortex and stimulated in any direction. Thus, far fewer coils are required by our approach than by pre-
viously suggested ones, none of which have resulted in practical devices.
Conclusion: Already with two coils, we can adjust the location of the induced electric field maximum
along one dimension, which is sufficient to study, for example, the primary motor cortex.
© 2018 The Author(s). Published by Elsevier Inc. This is an open access article under the CC BY-NC-ND
license (http://creativecommons.org/licenses/by-nc-nd/4.0/).Introduction
Transcranial magnetic stimulation (TMS) is a method for non-
invasive brain stimulation [1]. It has become an attractive tool in
neuroscience [2e4] and in some clinical applications [5,6], with
thousands of devices worldwide. In TMS, a strong current pulse
through the windings of a coil produces a magnetic field, which, in
turn, induces an electric field (E-field) in nearby tissues. With a
suitable figure-of-eight coil [7], the cortex can be stimulated
locally; a typical modern TMS device has one such coil, held at the
desired position above the stimulation target. Neuronavigation
technology [8e10], with targeting based on individual anatomical
images and with visual feedback to the operator, makes it relatively
straightforward tomaintain the stimulated spot (i.e., the location ofce and Biomedical Engineer-
0, FI-00076 AALTO, Finland.
minen).
r Inc. This is an open access articlethe E-field maximum in the cortex) within a couple of millimetres
of its desired location (the stimulation target). Even neuronavigated
conventional TMS devices have, however, a major limitation: to
change the stimulated spot, the coil must be moved. Moving the
heavy (around 1e2 kg) coil, even robotically [11], is relatively slow,
as the coil must be close to the scalp during the stimulation and
safety has to be guaranteed. Thus, when connectivity between
cortical areas has been studied with TMS pulses targeted to them in
a sequence, two [12] or sometimes even three [13] distinct coils
have been useddone for each stimulation target.
Although multiple spots can be stimulated in quick succession
with multiple separate coils, this approach has severe limitations.
First, it is cumbersome to manipulate and control several coils at
the same time. Second, the large size of the coils makes it difficult to
stimulate nearby cortical locations [14,15]. Third, changing any of
the stimulated spots still requires a rearrangement of the coil as-
sembly. To overcome these limitations, the concept of an array of
small coils has been suggested [8,16]. With such an array, the
stimulated spot could, in principle, be changed electronically
without moving the coils. The previously proposed approach,under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/
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4 lattice of 16 coils, each smaller than 30mm in diameter, could
cover a region slightly smaller than the four central coils) andmuch
more power to drive all the coils than is required for a single con-
ventional TMS coil. Indeed, each such coil would require its own
power electronics similar to that of a conventional TMS device. As a
TMS device is largely characterised by its power electronics, this
essentially means that at least 16 TMS devices would be required to
drive such an array. This would make the device both costly and
bulky; to our knowledge, no such device has ever been built. The
largest multi-channel TMS device described in the literature has
five coils and is intended to give multiple simultaneous pulses with
different waveforms [17].
In this work, we propose and demonstrate a practical approach
to control the stimulated spot within the cortex and provide an
algorithm to design multi-locus TMS (mTMS) transducers with
overlapping coils. As will be shown in this study, with five such
coils, one can select a target location from within a region of the
cortex and stimulate it in any desired direction, and, with just two
coils, one obtains adequate control over the target location to scan
the primary motor cortex (M1) without coil movement. To
demonstrate practical electronic targeting, we built such a two-coil
mTMS device and applied it to M1 in vivo.Material and methods
Transducer design algorithm
For the design of mTMS transducers, we propose an algorithm
that gives a close-to-minimum number of coils to obtain the
desired degrees of freedom for electronic control of the character-
istics of the E-field, such as the location of its maximum. The al-
gorithm translates the problem into a matrix form and uses known
matrix factorisation methods to minimise the number of coils
needed to meet given specifications.
An N-channel mTMS transducer consists of a set of N coil
windings, each with a different pattern of induced E-field. To find a
suitable set of N coils, we first specify the spatial stimulation pat-
terns the transducer should be able to produce. For simplicity, we
define each stimulation pattern by the maximum induced E-field,
Etarget obtained at location xtarget, and its focality, that is, the extent





 ¼ Etarget ;
cx : jEðxÞj  Etarget
 ; and
cx;ROIi : jEðxÞj  ci
Etarget
 :
ROIi specifies the i:th region (i ¼ 1…NROI) and 0< ci <1 describes
howmuch the E-field amplitude is reduced outside it. For example,
to design a transducer that is able to induce an equally focal E-field
distribution in any orientation in any location within a continuous
region of interest, we could form a nearly uniform grid of target
locations and a set of equally spaced stimulation orientations for
each target. When the discretised set of stimulation patterns has a
sufficient sampling density, this set allows approximating a
continuous set of target locations and orientations.
If we assume that the N coils forming the mTMS transducer are
contained within one thin layer, each of them can be described in a
common basis: as with our previous work, a coil is described by its
stream function lying on a surface that follows the overall trans-
ducer shape and covers the whole transducer [19]. At this point, wedefine the overall shape of the transducer, e.g., planar or curved,
and its dimensions. A stream function describes the amount of
current around each point; any coil-current pattern can be
approximately represented by an n-dimensional vector, c, where n
is the number of interior vertices in the triangular mesh used to
discretise the surface. Next, we look for a set of coil-current pat-
terns on the transducer surface that can induce all required stim-
ulation patterns. The final N stream functions that correspond to
the N coils of the transducer must span this set of coil-current
patterns. We can obtain one possible set by computing the
minimum-energy TMS coils, that is, solving the convex single-coil




∭ jBci ðxÞj2dx3 ;
where ci is the minimum-energy coil from the set of all coils that
satisfy the i:th pattern (Ci), x is a point in space, Bci is the magnetic
field due to coil ci, and the integration is carried over all space. From
this, typically large set of coil-current patterns, we obtain a prac-
tical set by forming an n-by-m matrix C in which the coil-current
patterns are columns,
C ¼ ½c1c2…cm ;
computing its singular-value decomposition,
C ¼ U S VT ;
and then taking the first N left singular vectors ui. Each of these
singular vectors describes a coil-current pattern. When N is suffi-
ciently large, linear combinations of ui (i ¼ 1…N) can approximate
any of the original coil-current patterns ci (i ¼ 1…m).
Each singular vector ui (i ¼ 1…N) corresponds to a stream
function that describes a particular transducer coil. As the ui are
mutually orthogonal, we can expect the corresponding coils to have
near-zero mutual inductances. The coil windings can be extracted
from the stream functions as in Refs. [18,19]: the individual turns of
the windings follow the isolines of the stream functions, and the
windings are obtained by connecting consecutive turns in a spiral-
like fashion. However, as all coils are described in a common basis,
their windings typically intersect; we can obtain feasible coil
windings by adding a unique offset to each coil surface before
extracting thewindings.When offsetting a surface, it is useful to re-
compute the respective stream function to ensure that the E-field
remains intact. This can be done by computing on the shifted sur-
face the minimum-energy coil that induces the same E-field dis-
tribution as the original (unshifted) stream function using the
single-coil optimisation method [19]. If there are a few thin coils,
the re-optimisation makes typically little difference, and one can
simply translate the stream functions (or the coil windings) by the
required fewmillimetres. Note that the order of the coils affects the
total efficiency of a transducer. As a rule of thumb, coils with the
smallest characteristic size are most sensitive to the offset and
should be placed closest to the head if all coils require similar
maximum power levelsdotherwise, coils with the lowest
maximum power level can be placed farthest from the head. The
number of turns in each coil can be selected independently. How-
ever, the maximum number of turns in one layer is limited by the
wire thickness; if the desired level of inductance cannot be reached
with this number of turns, inductance may be increased by adding
turns of wire in series in another layer.
Thus, our algorithm to find a set of coil windings is as follows:
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set of all desired stimulation patterns and build optimisation
constraints for each pattern.
2. Select a suitable overall transducer shape.With a common basis,
compute the stream function for the minimum-energy current
pattern for each desired stimulation pattern.
3. Concatenate the stream functions that describe the minimum-
energy coils into a matrix (the stream functions as its col-
umns) and compute its singular value decomposition. Select the
first N (here, N ¼ 2) left singular vectors.
4. Test if the desired set of stimulation patterns can be sufficiently
reproduced with the selected vectors. If not, either increase N or
reduce the extent of the desired set of stimulation patterns.
5. Build N overlapping coil surfaces separated by the height of the
coil windings. For each surface, design a minimum-energy coil
producing the same E-field distribution as one of the coils
described by the singular vectors.
We investigated the performance of the algorithm by designing
transducers that can translate the stimulated spot within various
regions. First, we determined a set of coils that can control both
the orientation and location of the stimulated spot within a small
region of the brain (similar to the region accessible with a lattice
of 16 small round coils). We computed the induced E-field in the
cortex in a spherical head model with 70-mm cortical radius and
85-mm outer radius using an analytical closed-form solution [20]
and reciprocity [21], and used a large planar surface for the overall
transducer shape. The computed stream functions matched the E-
field distribution of a Magstim 70mm Double Coil (The Magstim
Co Ltd, www.magstim.com), which was modelled based on the
model by Thielscher and Kammer [22]. The coil was translated and
rotated to stimulate different spots within a rectangular region,
the size of which was increased until the required number of coils
increased. The points in the region were sampled from a geodesic
polyhedron whose edge lengths ranged from 2.4 to 2.9mm. In
each point, the different orientations were sampled with 30
steps, and the focality constraints for each E-field distribution
were defined at 70, 90, 95, 99, and 100% of the peak E-field.
Second, we studied how the number of coils increases when the
surface area of the accessible region is doubled. Third, we inves-
tigated a limiting case by designing a transducer for the stimula-
tion of the whole superficial cortex, with a coil surface that covers
the scalp in a spherically symmetric head model (i.e., a hemi-
spherical surface). Note that, although in this study we applied the
spherically symmetric head geometry, the design formalism ap-
plies also to realistic head geometry [19]. In this study, we calcu-
lated E-fields in a spherical head model as opposed to a realistic
head model, as these two approaches produce nearly identical
coils for the stimulation of motor areas (see Refs. [18,19]). In
addition, coil optimisation in the spherical head model requires
only about 1% of the computation time compared to that with
realistic head models. The much faster computation is mainly due
to much simpler 2-dimensional focality constraints (in each dis-
cretisation point, 16 and 162 linear constrains are required to
approximate the constraint for the E-field magnitude in 2 and 3
dimensions, respectively, see Ref. [19]).
Two-coil transducer design and implementation
We designed and built a multi-locus transducer that can
translate the stimulated spot along a 30-mm-long line segment
perpendicular to the direction of the peak E-field. When designing
this mTMS transducer, we computed the induced E-field in the
geometry described in the previous section, used a large planar
surface for the overall transducer shape, and computed 31 streamfunctions to match the E-field distribution of a Magstim 70mm
Double Coil that was translated to stimulate different spots from
15 to 15mm in 1-mm steps. The focality constraints for each E-
field distribution were defined at 70, 90, 95, 99, and 100% of the
peak E-field. The first two singular vectors (u1 and u2) explained
most (88%) of the variance in this 31-dimensional system. We
extracted coil windings from these two vectors, with the number of
turns selected so that the inductance of both coils with two strands
of wire per turn in series was between 16 and 18 mH. The oval coil,
described by u2, was translated outwards by 4mm to avoid inter-
secting windings.
We manufactured a coil former from a 10-mm-thick 300-by-
200-mm-wide sheet of polyvinyl chloride following the description
of Ref. [19]. The wiring of the figure-of-eight coil was placed at the
bottom of machined 9-mm-deep grooves; the oval coil was wound
on top of it in 5-mm-deep grooves. Each coil had two strands of Litz
wire (70 circular 0.2-mm-thick strands, Rudolf Pack GmbH & Co.
KG, www.pack-feindraehte.de) in series. Finally, the wires were
glued with epoxy and connected to coil cables. The transducer was
finished by assembling a 5-mm-thick polyvinyl-chloride lid with an
attached commercial navigation unit (Nexstim eXimia Navigated
Brain Stimulation System, www.nexstim.com).
mTMS device
We also designed and built a two-channel mTMS device. The
device comprises control and power electronics for both channels,
which are essentially copies of our custom-made TMS design [19].
This mTMS device allows similar pulse waveforms in both coils: it
features controllable-pulse-waveform electronics similar to the
design of Peterchev et al. [23] with high capacitance and near-
rectangular pulse waveforms, the pulse duration being indepen-
dent of the coil inductance. The device comprises two insulated-
gate bipolar transistor (ABB 5SNA 1500E330305, www.abb.com)
H-bridge circuits with one 1020-mF capacitor (Electronicon
E50.R34-105NT0, www.electronicon.com) for each. In addition to
the H bridges, the systemhas a common high-voltage power supply
(Lumina Power CCPF-2000, www.luminapower.com), which is
shared between the two channels via a custom-made solid-state
relay board, and a common control with a real-time field-pro-
grammable gate array hardware (National Instruments PXI-7841R,
www.ni.com). Both capacitors have their own resistive discharge
systems. The mTMS device is interfaced with a custom-made Lab-
VIEW program (National Instruments).
Validation
We used our TMS-coil characteriser [24], which provides E-field
values in a spherical head model with 70-mm cortical radius and
85-mm outer radius, to measure E-field distributions of the two-
coil transducer when driven by our mTMS device. These mea-
surements were used to determine themutual inductance between
the two coils and to fine-tune the coil voltages to obtain the same E-
field intensity for all translations. In addition, we measured the E-
field distributions of each coil individually (with the other coil
disconnected from the device) to estimate the accuracy of the
manufacturing process of the coils.
In vivo demonstration
Two healthy males (33 and 28 years old, one left-handed) with
no contraindication for TMS participated in the study after giving
their written informed consents. The study was approved by the
Coordinating Ethics Committee of the Hospital District of Helsinki
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tion of Helsinki.
During the study, the subject sat in a chair and was instructed to
keep his right hand relaxed. We recorded electromyography (EMG)
from the right abductor pollicis brevis (APB) muscle with surface
electrodes connected to an EMG device (Nexstim eXimia). The de-
vice had a 500-Hz low-pass filter and 3000-Hz sampling frequency.
First, using only the figure-of-eight coil and physically moving
the two-coil transducer, we determined the right APB hotspot by
finding the location in the left primary motor cortex that produced
the largest motor-evoked potentials (MEP) at a given stimulation
intensity. Then, we measured the resting motor threshold (RMT) as
the lowest stimulation intensity that produced MEPs greater than
or equal to 50 mV in peak-to-peak amplitude in at least 10 out of 20
consecutive trials [25]. Finally, we mapped the APB motor repre-
sentation area in two ways: (1) Conventional mapping was carried
out by using only the figure-of-eight coil and physically moving the
two-coil transducer to stimulate different targets around the APB
hotspot (a total of 150 pulses). (2) Electronically controlled map-
ping was conducted by holding the coil in place and electronically
translating the stimulated spot in randomised order from 15 to
15mm relative to the APB hotspot in 1-mm steps (a total of 124
pulses). In both mappings, the stimulation intensity was 110% RMT.
For subject 1, the conventional mapping was performed first,
whereas for subject 2, the electronic mapping was performed first.
All TMS pulses deliveredwith our custom-mademTMS devicewere
monophasic with a 60-ms rise time and a 30-ms “hold period” of
near-constant current [26]; the interstimulus interval was rando-
mised between 4 and 6 s.
The transducer position relative to the head was measured with
a neuronavigation system (Nexstim eXimia Navigated Brain Stim-
ulation System). This system was used both to estimate the stim-
ulated spots in the conventional mapping and to maintain a
constant coil position and orientation during the RMT measure-
ment and during the electronic mapping. The apparent change in
the location of the stimulated spot was defined as the Cartesian
distance between the predicted cortical locations of the E-field
maximum in the cortex. In the navigation software, we selected the
most similar coil to our figure-of-eight coil, the Magstim 70mm
Double Coil.
We rejected trials containing muscle preactivation, artefacts, or
noise exceeding ±10 mV in amplitude in the 100-ms time windowFig. 1. Five-coil mTMS transducer. With five coils, the location of the stimulated spot ca
selected. (aee) The coil windings of each coil are shownwith a reduced number of turns for
and counter-clockwise directions for positive coil voltages, respectively. Each coil induces a d
desired stimuli, some examples of which are shown in the bottom row. The side lengths of th
model described in section “Transducer design algorithm” and a realistic head model is used
five coils assembled into a single transducer; in the visualisation, the coils are in order eede
colour in this figure legend, the reader is referred to the Web version of this article.)preceding TMS (a total of 2 out of 548 trials were rejected); in
addition, we rejected the trials in which the coil location was not
recorded (a total of 4 out of the remaining 546 trials were rejected).
In the accepted trials, we determined the MEP peak-to-peak am-
plitudes. To assess the similarity of the conventional and electronic
mapping, for both subjects, we determined the width of a region
that produced MEPs greater than or equal to 50 mV in peak-to-peak
amplitude. First, we took the moving median of ten consecutive
responses. Then, to account for possibly discontinuous regions, we
computed the distances between the farthest-from-origin points
with median greater than or equal to 50 mV and the closest-to-
origin points with median less than 50 mV. Finally, we defined the
width of the region as the mean of these two distances. We
compared the widths obtained by conventional and electronic
mapping with a permutation test (1,000 repetitions, uncorrected
two-tailed comparison). The level of statistical significance was
chosen to be P <0:05.
Results
Transducer design algorithm
For controlling both the stimulation direction and the location of
the stimulated spot within a relatively small region of the cortex,
the algorithm yields a set of five overlapping coils: two figure-of-
eight coils at a 90 angle, a circular coil, and two four-leaf-clover
coils at a 45 angle (Fig. 1). The possible E-field maxima produced
by this set of coils cover a cortical region of approximately 30-by-
30mm2.
All five coils of the transducer shown in Fig. 1 resemble coils that
have been used for TMS [1,7] or magnetic nerve stimulation [27]
and are also reasonably efficient unlike small circular coils. From
this five-coil set, three useful two-coil subsets can be identified. (1)
Two figure-of-eight coils can control the orientation of the stimu-
lation (Fig. 1a and b). (2) A figure-of-eight coil and a matched four-
leaf-clover coil can control the location of the stimulated spot in the
direction parallel to the stimulation direction (e.g., Fig.1a and e). (3)
A figure-of-eight coil and a matched, somewhat circular coil can
control the location of the stimulated spot in the direction
perpendicular to the stimulation direction (e.g., the coil in Fig. 1a
and a coil formed bymerging the coils in Fig.1c and d; see Fig. 2). As
the primary motor cortex is often stimulated in the directionn be moved in both tangential directions and the stimulation direction can be freely
increased clarity. The solid red and the dashed blue windings carry current in clockwise
istinct E-field distribution in the cortex (middle row). Their superpositions produce the
e red squares are 30mm. The E-field distributions were computed in the spherical head
to illustrate better the size of the resulting coils. The visualisation on the left shows all
beaec to maximise the total system efficiency. (For interpretation of the references to
L.M. Koponen et al. / Brain Stimulation 11 (2018) 849e855 853perpendicular to the central sulcus, this last pair alone would
already provide most of the desired control over the stimulated
spot in the primary motor cortex.
In addition to smaller regions of interest, the algorithm is suit-
able for designing optimised coil sets for larger regions of interest.
For example, the size of the covered region can be doubled by
increasing the number of coils from five to eight. When one applies
this algorithm to design a transducer for a wide region of interest,
e.g., the whole superficial cortex, with a coil surface that covers the
scalp, the algorithm gives a set of increasingly complicated TMS
coils, each of which would cover the whole transducer surface.
With typical TMS focality constraints, about 50e70 such coils
would suffice for adequate control. In this case, an orthogonal
varimax rotation [28] of the coil-current patterns may be used to
minimise their overlap and yield an array of small (near-) circular
coils more suitable for practical implementation. Neighbours of
such algorithmically designed small coils overlap by about 10% to
remain orthogonal and to provide smooth control over the stimu-
lated spot. In addition, the coils at the edge of the array have about
twice the surface area of the other coils.Two-coil transducer
The two-coil transducer that can translate the stimulated spot
along a 30-mm-long line segment perpendicular to the stimulation
direction resembles a figure-of-eight coil overlaid by an oval coil
(Fig. 2). Our figure-of-eight coil alone produces an E-field distri-
bution similar to that of conventional figure-of-eight coils (Fig. 3b,
solid purple line), whereas the oval coil produces a bimodal field
distribution along its lefteright axis, with opposite E-field di-
rections (Fig. 3b, dashed green line). A superposition of these two E-
fields can translate the peak induced E-field along the lefteright
axis of the transducer (e.g., as in Fig. 3b dotted black line). If the
coil voltages in both coils are selected appropriately (Fig. 3a), we
can maintain constant peak intensity while moving the stimulated
spot steplessly (Fig. 3c).Fig. 2. Two-coil mTMS transducer. Our transducer consists of a minimum-energy figure-o
stimulus underneath the centre of the transducer. The oval coil alone produces a relatively
underneath the centre of the transducer. As a superposition of the fields of the two coils, we
taken, the wires were glued in place with epoxy.The voltages shown in Fig. 3awere fine-tuned to compensate for
the non-zero mutual inductance between the two coils, which we
estimated to be around 0.02 times the coil inductance. The
manufacturing process produced coils that were highly similar
with their corresponding simulated properties: both measured
field distributions in the direction perpendicular to the peak
induced E-field of the figure-of-eight coil (Fig. 3b) are almost
indistinguishable from the corresponding simulated spatial distri-
butions of the coil windings (correlation 0.998 for the figure-of-
eight coil and 0.999 for the oval coil).
In vivo demonstration
The conventional and the electronically controlled maps of the
APB motor representation area had similar extent for both subjects,
as seen in Fig. 4. For subject 1, the widths of the regions producing
MEPs greater than or equal to 50 mV in peak-to-peak amplitude at
110% RMT in the conventional and electronic mappings were 13.7
and 16.8mm, respectively. The difference between these two
values was not statistically significant (uncorrected two-tailed P ¼
0:074). For subject 2, the respective values were 15.7 and 15.3mm
(uncorrected two-tailed P ¼ 0:83). For subject 2, the maps are also
visually essentially indistinguishable; for subject 1, the electronic
map appears slightly wider than the conventional map. Ideally, the
conventional and electronic mapping results should be similar to
each other.
Discussion
We have proposed and demonstrated a practical approach to
mTMS: overlapping coils forming a single transducer enable
stepless electronic selection of the stimulated spot. This approach
differs considerably from the previously suggested approach of
having an array of adjacent coils [8,16], which would require
considerably more channels in particular for the minimum viable
array size. In addition, to allow stepless control over the stimulated
spot, those adjacent coils would have to be relatively small andf-eight coil and an overlapping oval coil. The figure-of-eight coil alone produces a focal
broad stimulus on both sides of that location, with the E-field reversing its direction
obtain a focal stimulus to the desired target near the centre. After the photograph was
Fig. 3. Coil voltage and induced electric field. The stimulated spot can be adjusted by changing the voltages that drive the currents to the coils of our mTMS transducer. (a) The
relationship between the location of the stimulated spot relative to the transducer centre and the coil voltage in the figure-of-eight coil is near-parabolic (solid purple curve); for the
oval coil, this relationship is near-linear (dashed green curve). (b) A linear superposition of the E-field distributions of the figure-of-eight coil (solid purple line) and oval coil (dashed
green line) produces an E-field distribution whose peak is translated (dotted black line). Here, the location is measured along a curved line perpendicular to the peak induced E-field
in a spherical phantom. In (a) and (b), the vertical dashed lines indicate the location of the stimulated spot of panel (b). (c) The measured E-field distribution along a curved line
perpendicular to the peak induced E-field in a spherical phantomwhen the stimulated spot is located at 15, 10, 5, 0, 5, 10, and 15mm. When connected to the mTMS device, the
two coils have a non-zero mutual inductance (coupling coefficient of the order of 0.02), which has been compensated for in the coil voltages (a) to produce constant stimulation
intensity at all target positions (c). (For interpretation of the references to colour in this figure legend, the reader is referred to the Web version of this article.)
Fig. 4. Motor mapping. Panels (a) and (b) depict the MEP peak-to-peak amplitudes of subjects 1 and 2 as a function of the cortical location of the peak induced E-field, respectively.
The solid purple lines and the dashed green lines visualise the conventional and electronic motor representation maps of the APB muscle (at 110% RMT), respectively. Each line
depicts the median of ten consecutive individual responses, covering on average 2mm of the cortex. The individual responses of the conventional and electronic mappings are
represented with purple plusses and green crosses, respectively. A motor representation area (indicated by the horizontal purple and green lines near the top of the panels) is
defined as the area in which the respective median curve is above 50 mV. The widths of the motor representation areas of the conventional and electronic maps do not differ in a
statistically significant sense (P ¼ 0:074 and P ¼ 0:83 for subject 1 and 2, respectively). (For interpretation of the references to colour in this figure legend, the reader is referred to
the Web version of this article.)
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levels of power as a single conventional TMS coil. The proposed
approach solves both limitations; thus, with just two overlapping
coils, we could build the simplest instance of an electronically
controlled mTMS device that allows shifting the stimulated spot
while keeping the E-field profile essentially unchanged.
Our in vivo demonstration of the electronic stimulation target-
ing showed that physical transducer movement can be substituted
with electronic targeting. For subject 2, the two mapping ap-
proaches produced practically identical results. The slight differ-
ences in the mapping results of subject 1 may be due to several
reasons, e.g., a higher excitability of the M1 during the electronic
mapping. Indeed, the electronic mapping produced larger re-
sponses than the conventional mapping at the cortical location
0 (see Fig. 4a) although this corresponds to identical stimulation
with the figure-of-eight coil only in both methods.
The electronic control can be made near instantaneous
compared to the time scales at which the brain functions; the
describedmTMS device can stimulate separate cortical targets with
interstimulus intervals down to around 0.3ms (the lower limit of
the interstimulus interval is given by the TMS-pulse duration).
Thus, electronically controlled mTMS allows, for example, studying
short-distance interactions between inhibitory and facilitatory
circuits [14] in detail. When combined with physiological or
behavioural recordings, mTMS would allow implementing also
closed-loop paradigms [29e31], in which the stimulation targetsand timings of subsequent pulses would be derived, e.g., from real-
time-analysed electroencephalography data.
In addition to its impact on neuroscience, the ability to select
different stimulation targets without any physical movement of the
transducer may revolutionise also clinical TMS. mTMS will allow,
e.g., electronic stabilisation to compensate for minor patient
movements during a treatment session. This would reduce the
stress of manual effort required to maintain the correct coil posi-
tion. In addition, mTMS devices with electronic control over the
stimulated spot would allow automating clinical procedures in
which cortical areas are mapped, e.g., before brain surgery [32,33].
With the development of newmTMS paradigms, we anticipate that
mTMS will lead to new clinical applications.
Conclusions
We developed an algorithm to design practical mTMS trans-
ducers capable of electronic stimulation targeting and demon-
strated such a transducer in vivo.
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